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Surgical Technique

We WORK so they can PLAY.



Malleolar 4.0mm Cannulated Screw Kits

WishBone Medical Malleolar 4.0mm Cannulated Screws are used for pediatric and adult patients as indicated for small and
long bone fracture fixation and fixation of bones that have been surgically prepared (osteotomy) for correction of deformity
or arthrodesis.

Complete procedure kits in single-use sterile packaging eliminate set processing and help avoid delays or cancellations
attributed to missing components.

For product information, including indications, contraindications, warnings, precautions and potential adverse effects, visit
WishBone Medical's Instructions for Use page online: www.WishBoneMedical.com/IFU
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System Components

PROCEDVURE KiTS Low Profile

\ Reverse-cutting flutes

© 4.0Cannulated Screws |
(36mm, 38mm, 40mm, 42mm, 44mm, 50mm)
© 70mm Washer \ Self-tapping

6 1.25mm x 150mm Smooth Guide Wire* (il Spherical underside 1/3 Partial Thread

@ 1.25mm x 150mm Threaded Guide Wire*
© 2.7mm Cannulated Drill Bit* ’ 115 Hexalobe
@ Parallel Wire Guide

@ Direct Measurement Device

@ Cannulated T15 Screwdriver*

© Cannulated T15 Driver Shaft, AO*

*Available as individually packaged ancillary items

Select system components are available as sterile packed ancillary items. For more information, please refer to the
WishBone Product Catalog (LIT-PC-WBM) or contact your local rep for product availability.




Surgical Technigue Overview

Fig. 1 - Insert Guide Wire Fig. 2 - Insert Parallel Guide Wire Fig. 3 - Determine Screw Length

Fig. 4 - Drill Fig. 5 - Insert Screws Fig. 6 - Confirm Placement
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SURGICAL TECHNIQUE

Insert Guide Wire

@ Insert a guide wire through the long end of the Parallel Wire
Guide to the appropriate depth. Check placement of the wire
with fluoroscopy (Fig. 1).

Insert Parallel Guide Wire

@® Place Parallel Wire Guide over first pin into the short
hole of the Parallel Wire Guide.
Insert the second guide wire through the long end of
the Parallel Wire Guide to the appropriate depth. Check
placement of guide wire with fluoroscopy (Fig. 2).
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SURGICAL TECHNIQUE, conrt

Screw Insertion

© Sslide the tapered end of the Direct Measurement Device over
the guide wire down to the bone (Fig. 3).

Read the scale at the end of the guide wire to determine
appropriate screw length.

Slide cannulated drill bit over the guide wire and drill to
desired depth (Fig. 4).

Place the appropriate length screw over the guide wire. Use
the cannulated screwdriver or cannulated screwdriver shaft
to insert and tighten screw (Fig. 5).

Remove and discard the guide wire.

Note: Washers may be used to prevent screw head from
sinking into the bone. Be careful not to overtighten.

Caution: Do not bend washers
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SURGICAL TECHNIQUE, cont

Final Control and Closure

O An intraoperative radiograph is recommended to check final
reduction and confirm final implant placement (Fig. 6).

Wound is closed according to surgeon preference
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REMOVAL

© Expose the screw head and remove the screws
using a solid screwdriver for the removal of
cannulated screws (Fig. 7).

Caution: Do not use the cannulated screwdriver or
cannulated screwdriver shaft for implant removal.
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WishBoneMedical.com

100 Capital Drive
Warsaw, IN 46582

+1-574-306-4006

All trademarks here in are the property of WishBone Medical, Inc. or its subsidiaries unless otherwise indicated.
This material is intended for the sole use and benefit of Health Care Professionals and the WishBone Medical Sales Force.
It is not to be redistributed, duplicated or disclosed without the express written consent of WishBone Medical.

All WishBone Medical Procedure kits are only available as single-use, sterile packed kits. Always confirm product expiration date
prior to use

Caution: Federal law restricts this device to sale by or on the order of a physician.

For product information, including indications, contraindications, warnings, precautions and potential adverse effects,

visit WishBone Medical’s Instructions for Use page online: www.WishBoneMedical.com/IFU.
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